San M 84A-7826 (Medical Australia) 


FITTING INSTRUCTION - 
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|, Separiie mask tr open. >Re LICL. Fae 






. Bend the sesepiece to conform mask to your pose ve Bs 
-Hald the center of headbands separately. EOS, IME. 


. Hang the lower part oo yor chin and bring both bands aver your bead. 
. Place the apper band ot your cram and the lower hand at your neck, 
4, Form the nesepicee tightly to make mo chink, 
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® Using both landsover ihe whole of ihe resparatoe 4 ORR SL Se Le. 
to check the fit-breathing out to male sure that no breath escapes EP, BPCVAS EAL, Beal. PaAObMNeF ce 9LTt 


from onmand the nose,cheeks or edges of the resparaioe, EFOLLETT eee, 


